An unusual case of suicidal asphyxia.
A case is presented of a psychiatric in-patient who committed suicide on the first day of admission to hospital by entrapping his neck in the hydraulic device used for raising and lowering a hospital bed. Death most likely was due to mechanical asphyxia, from persistent compression of the neck. The danger of such potential self-harming devices in psychiatric wards is emphasized.